CT/NG on the Roche Cobas 6800 – Specimen Collection guide – Clinician Collected Anorectal (Rectal) Swab

WARNING: Do not pre-wet swab in cobas PCR media before collection
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Following specimen collection, transport and store the cobas® PCR Media Tube containing the collection swab at 2°C to 30°C. 
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2 ALIGN: Remove the cap from the
cobas® PCR Media Tube and lower
the swab specimen into the tube unti
the visible scoreline on the swab is
aligned with the tube rim. The tp of
the swab should not be submerged
into the liquid prior to breaking the
shaft.
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The specimenis
now ready for
transport. Discard
the top porton of
the swab.





