CT/NG on the Roche Cobas 6800 – Specimen Collection Guide – Clinician Collected Oropharyngeal Swab

WARNING: Do not pre-wet swab in cobas PCR media before collection 
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Following specimen collection, transport and store the cobas® PCR Media Tube containing the collection swab at 2°C to 30°C.
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sample collection.

‘The cobas” PCR Media Dual Swab Sample kit contains: | 1. COLLECT: To collectthe specimen, hold the woven swab (Swab A) with

the scoreline above your hand and insert the swab into the mouth and
collect the specimen from the bilateral posterior pharynx, both tonsils and
the uvula.

NOTE: Do NOT use flocked swab (Swab B) for throat |  Withdraw the swab carefully. Do not e the swab touch any surface before:

placing it into the collection tube.




image2.png
ALIGN: Remove the cap from the
‘cobas® PCR Media Tube and
lower the swab specimen into the
tube until the isible scoreline on
the swab i aligned with the tube
im. The tip of the swab should not
be submerged into the liquid prir
to breaking the shaft





